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510(k) Summary:

This summary is provided as part of th is Premarket Notifi cation in complIiance with 2ICRF.
Section 807.92. JAN -6 2014

Submitters name: B-K Medical
Address: Mileparken.34, DK2730 H-erlev. Denmark
Phone: +45 44528 100
Fax: +45 44528199
Contact person: Gemt Nielsen, Regulatory Manager
Date prepar ed: AuguLst 23. 2-013

Trade name: Ultrasound Scanner Pro Focus 2202
Common namre: Diagnostic Ultrasound System
Classification namres:
Ultrasonic Pulsed Echo Imiaging System (90 IYO. CFR 892,1560)
Ultrasonic Pulsed Doppler Imaging System (90 IYN. CFR 892.1560)
Diagnostic Ultrasonic Transducer (90 ITX CFR 892.1570)

Idenitification of predicate, legally marketed device:
Thle predicate device(s) is(are):
" ZONARE Medical Systems Inc.:

ZONARE 7S3 Ultrasound System (K 120703)
Transdlucer Model Number: C 10-3

* Philips H-ealthcare, Inc.:
CX50 Diagnostic Ultrasound System (jKl 11513)
Transducer Type: C8-5

* Toshiba America Medical Systems, Inc.:
Diagnostic Ultrasound System (K 121422)

o Aplio 500 TUS-A5OG v2.1I
" Aplio 400 TUS-A400 v2.1
" Aplio 300" TUS-A300 v2. I

Transducer Model Number: PVT-71I2BT

Device description:
2202 supports the following scanning modes and combinations thereof:
B-miode. M-inode. CWD-mode. PWD mode and CFM mnode, tisue harmonic imnaging,. Contrast
harmonic imaging.
An optional FCG signal can be superimposed the ultrasound information in all modes and mode
combinations.
An optional 3-D unit can reconstruct a series of 2-I iinages into a single 3-1D volume and display
this on the screen.
The system can perform simple geometric measurements, and perform Calculations in the areas
of Vasc ular. Urology, Cardiology and OB/GYN applications,
The system can guide biopsy- and puncture needles.
An optional Vector Flow Imaging (VFI) module: Color Flow Mapping (CFM) imaging mode
with the ability to visualize both the axial and the transverse velocity.

Transducers
Transdtucers are linear and convex phased array' s and mechanical sector.
The patient contact materials comply with ISO 10993-1
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All transdcIIer's used together with 2202 are Track 3 transducers.

Acoustic outnat
The s - stem will assure that the acoustic output always will stay below the pre-amendments
tipper limits i.e. Ispia 720 mW/crn1 and MI 1.9 (Track 3. non ophithalmic).
The Thermal Index values are maxitrm 6.0. i.e. TI 6.0

Clinical measurement accuracy.
Clinical measurements and calculations are described and
accuracies are provided with thle User Guide.

Thermal. mechanical and electrical safe/tv.
The scanner 2202 has been tested by a recognized. certified body according to IEC 60601- 1.

Acoustic Guipu Reporline
The Acoustic Output Reporting is made according to the standards required by "lnlbrmnation for
Manufaicturers Seeking Clearance of'Diagnostic Ultrasound Systemns and Transducers. FDA,
CDRI-l. Septemnber 30. 2008"
The acoustic Output is measured and calculated according to: "Acotustic Output Measuremnent
Standard fbr Di agnostic Ultrasound Equipment"' (AlUM 1998).

Intended use.
See comparison below
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Technological characteristics compared to the predicate device(s).
The predicate device(s) has the same major technological characteristics as the subject device,
see comparison belowv.

Comparison with the predicate devices mentioned above from:

Supplier BK Medical ZONAREPhlp rsiaCm rsoSystemns Medical Systems PiisTsiaCmaio
5I1OK No. K043524.K100919 K120703 K123754 K121422

Intended use Diagnostic ultrasound Diagnostic Ultrasound Diagnostic Ultrasound Visualization of Comparable
imaging or fluid flow Imaging and fluid Imaging and fluid structures and dynamic
analysis of the hsuman flow analysis in) the flow analysis in the process with the

body' as follows. folloswing applications: followsing applications: human body using
ultrasosund atid to

provide image
infornmation for
diagnosis iii the
followiiig clinical

applications:
Indlicat ionsf Abidominsal Optltanuic. fOptlial iniic ~ abdominal. i ntra- Comparable

fkir LIS Fetal ri Obsietric., Fetal!Obstictic. Intircaidiac echo. operatise (abdonminal)lIniraoperat i s (ivnccolovical - friiolserai, Pediatric.
Transuretti al Abdominal i otal. I aparoscopic. Small organs.
Netirosurgers' TYN Puvici Intra- Petal, Abdominal, Neonatal Cepbli

pediatrics operative (abdoinal. Pediatric. Adult Cephialie
StiaI Paris (oirgans) thioracic, atd s aseular. Small organ, Adult Trans-sagi sal,
Neotiacal Cephalic Ititra operatise Ceplialic- Neonatal Trans-rectal

Adult Cephalic neurological, Cephalic. Muscitloskeletal
C.'ardiac Pcdicatoce Transaginal, (coilsentional and

Transrectal Small organ Iibs roid, lMasculosceletal, superficial)
Traiisvauinal breast, testes. etc). Gyinecological, Cardiac Pediatric

Peripheral vascular Adult Ceplialic, Cardiac Adult, Cardiac Adult
Muskulo-skelotal Netnatal Cephalic, Cardiac Pediatric. Pieripheral Vascular
(~coriventicinal and TIrails reoul Tfrans-Esopliogeal Transesopliageal

superficial) Trails saginal. (Cardiac),
Trans scrailial, Periphcral Vessel.

Tiatls-esophagcal Other (Carotid)
(non-cardiac aild

cardiac),
Musculoskeletal
(coinventioinail

Superficial),
311/4D, Cardiac

Adult,/Pediatrics"Fetal.
Echo, Intra-Cardiac.

pelvic,
l'erplleral sasutelar,

hiarimonic tissue aild
conltrast itaging and
tissue elasticityv, Vet

and others
Tr-ansd ucer . ,,,

specific
5I1OK No. K0413 524 K 120703 K K123 754 i K1214I"
Indication Netatal Cephlalic Neonatal Cephalic Neonatal Cephalic Neonatal Cephalic Cosmparable

lor useI
[requency I_ )-.8 MlI tz 1(-3 Ml It 8-5 Nil I 101-3 MI z Comnparable

'an.,

Summary of Clinical Tests:
This Submission introduces no new indications for use, modes, features or technologies relative
to the predicate devices that require clinical testing. The clinical safety and effectiveness of
ultrasound system with these characteristics are well accepted for both predicate and subject
devices.
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Conclusion: The device ProFoculs 2202 and the probe N I 3C5 type 8862 in this application has
similar intended uses, and inl particular the subject for' the SItilliss ion, the addition of the nem
application Neonatal Cephalic, is the same.

B-K Medical ApS therefore considers. that 2202 is substantially equivalent to the predicate
devices.
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*DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Administration
10903 New Hatiptshire Avenue

January 6, 2014
B-K Medical ApS
% Mr. Gert Nielsen
Regulatory Affairs Manager
Mileparken 34
Herlev DK-2730
DENMARK

Re: K132685
Trade/Device Name: Ultrasound Scanner Pro Focus 2202
Regulation Number: 21 CFR 892.1560
Regulation Name: Ultrasonic pulsed echo imaging system
Regulatory Class: 11l
Product Code: IYQ, IYN, [TX
Dated: December 5, 2013
Received: December 19, 2013

Dear Mr. Nielsen:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may. therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

This determination of substantial equivalence applies to the following transducers intended for
use with the Ultrasound Scanner Pro Focus 2202, as described in your premarket notification;

Transducer Model Number

N 13C5 Type 8862

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA).
it may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
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or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21I
CFR Part 807); labeling (21 CFR Part 80 1); medical device reporting (reporting of medical.
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 2! CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (2! CFR Part 80 1), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638 2041 or (301) 796-7 100 or at its Internet address
hitn://www. fda.itv/Mcdical Devices/ReSOtircesforYou/lnduszrv./dcfaulthim. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (2ICFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
hit)://www.fda.qov/McdicalDcvicessal'ct\/RcportaProblcin,'dct'atlt.him for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 7967100 or at its Internet address
http://wx' w .tda.aov/Med ical Devices/ResotircesforYou/l ndustrv/defau lt.hitrn.

Sincerely yours,

for
Janine M. Morris
Director, Division of Radiological Health
Office of In Vitro Diagnostics

and Radiological Health
Center for Devices and Radiological Health

Enclosure



Indications for Use

51 0(k) Number (if known):
K1 32686

Device Name:
Ultrasound Scanner Pro Focus 2202
Ultrasound Transducer NI3CS, Type 8862

Indications For Use:
Ultrasound scanner and transducers far B, Tissue and Contrast Harmonic
Imaging, M, PWD,CWD, Color Doppler, Vector Flow Imaging and combined mode
imaging.
Signal analysis and display.
Guidance of biopsy needles, geometrical measurements and calculation of
parameters.
Non monitoring ECG for superimposing the ultrasound information.
An optional 3-D unit can reconstruct a series of 2-D Images Into a single 3-D
volume and display this on the screen.
An optional Vector Flow Imaging (VFI) module: Color Flow Mapping (CFM)
Imaging mode with the ability to visualize bath the axial and the transverse
velocity.

Clinical applications:
Ultrasound Scanner Pro Focus 2202:
Fetal, Obstetrics, Abdominal, lntraoperative, Neurosurgery, Small organ,
Pediatric, Neonatal Cephalic, Adult Cephalic, Cardiac, Transrectal, Transvaginal,
Transurethral, Peripheral Vascular, Musculoskeletal.

Ultrasound Transducer N13C6, Type 8862: Neonatal Cephalic.

Details on specific Indication for Use forms

Prescription Use __X__ AND/OR Over-The-Counter Use ___

(Part 21 CFR 801 Subpart -) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH; Office of In Vitro Diagnostics and Radiological Health (QIR)

Sk7-)) Page 1lof-I

(Division Sign-Off)
Division of Radiological HealthIOIR

510(k) _K132685
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Diagnostic Ultrasound Indications for Use Form

System: 2202

Fill out one form for each ultrasound system and each transducer.

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Mode of Operation ____ ____ _____

Clinical Applcation A B M PWI) issue. Color Ampltude Color Comnued Other
harmonic Doppi Doppler velocity (specify 1)

________________I I__ imaging Wr ______.n~Imp . _____ ____

Oph~thalmicI I

Fetal 2) (K435524) P P P P P Po ___ P ___

Abdominal (K0435524) P P P P P P _____ p ____

lnkraoperative (spoiy) P P P P P P p
(1(0435524)II

lntraoperahve Neurological P P P P P P P
(K(0435524) _____ _____ _____

Pediatric (1<0435524) P P P P P P ____ P

SmalOrgan (specify) p p p p p p p
(1(0435524)

Neonatal Cephalic N N N N N N ___ N

Adult Cephalic 1k070077) P P P p p P ____ P

Cardiac (K0435524) P P P Po P P _____ P ____

Transesophagteal I____ _____ _____

Transrectal (1(0435524) P IP P P P P ____ P _____

Transyaginal (1(0435524) P P P p P P _____ p ____

Transurettiral (K(0435524) P P Po P P p ____ p _____

Infravascular

P=ihea Vasclar Po P P P p' P p

tLaparoscapic

Musetlo-skeletal P P P P P P P
Conventional 1K0435524) I____ I_____ I____ _________

Musculo-skeletal Superficial P P P P P p P
(1(0435524) I____ I_______________

Other (specfy) I . 1

N= new indication: P= previously cleared by FDA: E=cadded under Appendix E

Additional Comments:....I B--M. B+D. B+C. B-D+C.
B mode includes Tissue Harmonic imactinat

0 is PWVD C is Color Doppler,

2) Fetal is often called Obstetrics

3) Vector Flow Imaging

(PLEASE 00NOT wrTE BELOWV THIS LINE .COW~NUE ON ANOTHER PACE iT NECOSO,

Concurrence of CDRH; Office of In Vitro Diagnostics and Radiological Health (QIR1)
Prescription Use (Per 21 CFR 801.109)
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DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE FORM

System: 2202
Transducer: 8862

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:
Clinical Application ____ Mod of Operation ____

General Specific B M PWD CWD Color Combined Ampltude
(Track I Only) (Tracks I & 1ll) Doppler (Specify 1) Doppler
Ophthalmic Ophthalmic ___ _________ ____

Fetal ___ ___ ____ _____

Abdominal ____________________

Intra-operative (Specify 2) E E E E E E
(K043S524)
Intra-operative (Neuro) E E E E E E
(K043524) _________

Laparoscopic _____

Fetal Imaging Pediatric E E E E E E
(K043 52 4)

& Other Small Organ (Specify) ______

Neonatal Cephalic N N N ____N N N
dult Cephtalic ___ ___ ____

Trans-rectal
Trans-vaginal _____________ ____

Trans-urethral
Trans-esoph. (non-Card.) _____ ____

Musculo-skel.
(Conventional) I______ I_____

Musculo-skel. (Superfcial) __ __________

Intra-luminal
____________Other (Specify) __ __________

Cardiac Adult ___________

Cardiac Cardiac Pediatric _____ ____

Trans-esoph. (Cardiac) ___ ________

___________Other (Specify) _____ ____

Peripheral Peripheral vessel ________ ____

Vessel Other (Specify)- - - --

N= new indication; P= previously cleared by FDA: E= added under Appendix E
*Exarnples may include: A-mode, Amplitude Doppler, 3-D Imaging, Harmonic Imaging, Tissue Motion
Doppler, Color Velocity Imaging

Additional Comments:_1) Mode combinations: B+M, 8+D, B+C, B+D+C. (D is PWD, C is Color Flow
mapping Doppler including Amplitude(power)Doppler)
2)lntraoperative: Gall bladder______

(PLEASE 0O NOT WRITE BELOW THIS UINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CURIJ; Office or In Vitro Diagnostic, and Radiological Health (OIR)

Prescription Use (Per 21 CIFR 801.109)
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